[Systemic air embolism after CT-guided transthoracic biopsy using a cutting needle].
The authors report a case of systemic air embolism after CT-guided transthoracic needle biopsy using an 18G cutting needle. CT performed immediately after the occurrence of neurological signs showed air within the left ventricle but no air within the cerebral arteries. Radiologists must be aware of this extremely rare but potentially severe complication to provide accurate diagnosis and treatment.